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Best practices for
instrument processing

Central service/sterile
processing (CS/SPD) expert,
Chuck Hughes, Vice President of
Infection Prevention and Consul​­
ting Services for Cantel Medical
and the lead educator for
Crosstex/SPSmedical, a Cantel
Medical Company, offers up the
following best practice steps,
urging hospitals to ensure each
step is understood and followed
by all healthcare personnel who
handle reusable devices:

1. Point of Use – Remove gross
soil during the surgical
procedure, contain instruments
properly during transport and
apply pre­soak solution to keep
instruments moist.

2. Decontamination – Wear
appropriate personal protective
equipment (PPE) to clean soiled
instruments as soon as possible
in a designated area according
to their written instructions for
use (IFU).

3. Inspect and Package –
Inspect each instrument for
cleanliness and function,
package in FDA approved
pouches, wrappers and/or rigid
sterilization containers.

4. Sterilization – Load the
sterilizer properly and confirm
the cycle type and parameters to
meet each instrument’s written
IFU. After processing, allow
packages to cool to room
temperature (75°F) prior to
handling.

5. Storage and Delivery –
Store in a dedicated area that is
clean and restricts traffic. Prior
to distribution, inspect each
package for damage and proper
external chemical indicator color
change.

6. Quality Assurance – Verify

New cleaning and sterility assurance products boost
efficiency, safety

by Kara Nadeau

A common saying among central service/sterile processing department
(CS/SPD) professionals is: "If it’s not clean it can’t be sterile." With many
hospitals attempting to do more with less, including the use of limited
instrumentation for an increasing volume of surgical procedures, the CS/SPD
faces greater pressure to turn around cleaned and sterilized equipment quickly
and safely, which is no easy task.

In this month’s CS Connection, we present some of the latest technologies to
help CS/SPD professionals effectively and efficiently confirm cleanliness and
assure sterilization has been achieved, as well as instrument processing best
practices from industry experts.

The need for clean

While it is common knowledge that an instrument must be cleaned before it can
be sterilized, achieving cleanliness can be a complex, multi­step process.
Fortunately, there are many products available to help CS/SPD professionals
confirm cleanliness during the processing cycle — from pre­cleaning to
disinfection through to sterilization.

Manual cleaning

"The challenges to ensure sterility begin during the time of
instrument transport from the OR back to the SPD," said
Dave Daggy, Manager, Business Development, Serim
Research Corporation. "Bioburden and blood contaminants
can become a problem if the instrument isn’t introduced
soon after the surgery to a pre­cleaning/transport solution
such as an enzymatic detergent. Upon arrival at the SPD,
the proper procedures for manual cleaning and ultrasonic or
washer disinfector operation should be followed according
to department guidelines and the IFUs from the
manufacturers of detergents and equipment."

Serim Research Corporation recently introduced its
PINNACLE Monitor for Manual Enzymatic Cleaning Process
(MEC), which determines the presence of active enzymes in
manual bath cleaning solutions and guards against using
improperly stored, improperly diluted or inactive enzymatic
detergents. It also indicates that the degraded detergent
use solution should be replaced. The MEC is a companion to
the PINNACLE Monitor for Automated Cleaning Process

http://www.ksrleads.com/cgi-bin/default.asp?mg=hp
http://www.hpnonline.com/resources/purchasing.html
http://www.hpnonline.com/
http://www.serim.com/
http://www.hpnonline.com/inside/2015-08/1508-SF-SCMDOY.html
http://opx.ksrleads.com/openx/www/delivery/ck.php?oaparams=2__bannerid=559__zoneid=108__cb=b07b3adc11__oadest=http%3A%2F%2Fwww.apic.org%2FAcademy
http://www.hpnonline.com/inside/2015-08/1508-SF-SCMDOY.html
http://www.hpnonline.com/guides.html
http://www.hpnonline.com/cgi-bin/iggy2015/default.asp
http://www.hpnonline.com/inside/2015-08/1508-SF-SCMDOY.html
http://www.montastic.com/
http://www.hpnonline.com/resources/ShowCalendar.html
http://www.hpnonline.com/contactus/index.html
http://www.facebook.com/hpnonline
http://www.hpnonline.com/classifieds/index.html
https://twitter.com/intent/follow?original_referer=http%3A%2F%2Fwww.hpnonline.com%2Finside%2F2015-08%2F1508-CS-SterilityAssurance.html&ref_src=twsrc%5Etfw&region=follow_link&screen_name=HPN_Online&tw_p=followbutton
http://www.hpnonline.com/hall-of-fame/hall_of_fame.html
http://www.hpnonline.com/resources/index.html
http://www.hpnonline.com/inside/2015-08/August2015.html
http://www.hpnonline.com/aboutus/index.html
http://www.hpnonline.com/inside/2015-08/August2015.html
http://www.hpnonline.com/advertise/index.html
http://www.hpnonline.com/SRL.html
http://www.hpnonline.com/whitepapers/index.html
http://www.hpnonline.com/ce/index.html
http://www.hpnonline.com/IssueArchives/index.html
http://www.hpnonline.com/subscribe/index.html


8/19/2015 August 2015 ­ Operating Room

http://www.hpnonline.com/inside/2015­08/1508­CS­SterilityAssurance.html 2/5

 Sign up for our
Email Newsletter

GO

For Email Marketing you can trust

HOME

KSR Publishing, Inc. 

Copyright � 2015

Healthmark’s TOSI washer test

Serim Research Corp’s
PINNACLE Monitor for
Manual Enzymatic

Cleaning Process (MEC)

(AEC) that monitors cleaning of washer­disinfectors and
ultrasonic cleaners that use enzymatic detergents. This test
has been shown to be most sensitive to changes in the
enzymatic activity and concentration of the detergent along
with changes in the wash cycle time, temperature and
mechanical action of the cleaning unit.1

"If it’s not clean, it won’t be sterile," said Daggy. "Under​­
standing the need for and appropriate use of cleaning
monitors, also known as challenge devices, during the
cleansing process may be overlooked but is an important
step in assuring cleaning and sterilization. Challenge
devices are available to help SPD staff monitor the
cleansing process. These monitors along with staff training
will help ensure proper cleaning in a timely manner."

How clean is your cleaner?

While it is tempting to assume automatic washers/disinfectors are adequately
cleaning surgical instruments and devices, it is critical that CS/SPD staff
regularly monitor their effectiveness. There are numerous cleaning verification
products on the market today to ensure washers/disinfectors are operating as
intended.

For example, CS/SPD professionals can reveal the hidden areas of instruments
using Healthmark’s TOSI washer test, the easy to use blood soil device that
directly correlates to the cleaning challenge of surgical instruments. According to
the company, TOSI is the first device to provide a consistent, repeatable and
reliable method for evaluating the cleaning effectiveness of the automated
instrument washer.

"This is possible, because the blood soil is manufactured to exacting
specifications each and every time," said Matthew Smith, Marketing Manager at
Healthmark Industries. "When metered onto the stainless steel plate, the TOSI is
completely analogous to a stainless steel instrument soiled with dried blood.
Placed in the see­through plastic holder, the challenge is identical to the areas of
instruments typically hidden from view (i.e., box locks). The routine use of this
test will help ensure that your instrument washer is performing at a consistent
level, enhancing the routine visual inspection of instruments."

The risks of residual protein

Thomas Overbey, Director of
Mar​keting for Ultra Clean
Systems Inc., points out that a
growing concern in the CS/SPD
is residual protein on surgical
instruments.

"Protein residing on an
instrument that has undergone
the sterilization process poses
certain risks," said Overbey.
"What you thought appeared
clean, and under certain testing
parameters may even falsely
pass as clean, can be far from
it. Protein laden instruments
may also trap other types of
biological matter as well, and
thus be rendered unclean. This
deserves more attention now

sterilization cycle parameters
were met by the use of physical,
chemical and biological
indicators. Sterilizer printouts
should be signed, chemical
indicators should be visually
inspected and biological
indicators should be grown out
to confirm spore death. Use the
proper internal chemical
indicator and biological indicator
for your process and sterilizer
cycle parameters.

Plan now for 
International CS Week,
October 11­17, 2015

International Central Service
Week recognizes the committed
specialists that fill CS
departments and make a
difference in patient care
throughout the United States.

Held annually, CS Week starts on
October 11, the second Sunday
of the month. The International
Association Of Healthcare Central
Service Materiel Management
(IAHCSMM) celebrates these
dedicated professionals for all of
their outstanding achievements
— not just this week, but each
and every day of the year!

Plan your celebration now with
your CS co­workers that
encouranges education, sharing
of ideas, and appreciation for
your skills and respect. And of
course plan a well­deserved
reward for your team for their
essential role in patient safety in
healthcare quality.

Visit IAHCSMM for 

additional ideas at

www.iahcsmm.org/events/cs­

week.html
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